Intubating Stylet

INSTRUCTIONS FOR USE:
• Insert in endotracheal tube, not extending beyond the tip of E/T. Fig A.
• Bend Stylet to a 90º angle at proximal (adapter) end of ET tube. Fig. B.
• Discard after use, do not reuse.

⚠️ CAUTION:
• If lubricants are used do not use any with a petrochemical base.
• Stylet must NOT protrude from distal tip of endotracheal tube.
• Sterilized using ethylene oxide.
• Do not use if package is damaged.
• Keep away from sunlight.
• Do not re-use.
• Keep dry.

Made In China

Distributed by Sarnova HC, LLC’s family of companies:
Bound Tree Medical, LLC, Cardio Partners Inc., Emergency Medical Products, Inc. & Tri-anim Health Services, Inc.
500 Tuttle Crossing Blvd.
Dublin, OH 43016
855.287.2759
www.curaplex.com

Sterile Using Ethylene Oxide
Do Not Re-Use
Keep Away from Sunlight
Keep Dry
Not made with natural rubber latex.
RxOnly

REV 0-2017-09-25

1501122
LOT
YYYY-MM-DD

1 ea
QTY: 1 each

12996
ITEM:

6Fr (2.0 - 3.5)
SIZE:

www.curaplex.com